Supplemental Table 2. Matrix comparisons for nicotine analysis for propylene glycol and N. Glauca show no significant matrix effects.
	
	Calibration
	Validation

	Matrix
	Slope
	Intercept
	Linearity R2
	Spike Designation
	Spike Level (mg/g)
	Accuracy (%)
	Precision (%)
	LOD (mg/g)

	
	
	
	
	
	
	N=5
	

	Propylene Glycol
	
	
	
	High
	30.0
	95.0
	3.4
	

	
	0.7983
	-0.0021
	0.998
	Medium
	17.5
	97.9
	3.5
	0.048

	
	 
	 
	 
	Low
	5.0
	93.9
	3.1
	 

	N. Glauca
	
	
	
	High
	30.0
	102.9
	4.3
	

	
	0.7933
	0.0006
	0.998
	Medium
	17.5
	97.2
	1.6
	0.048

	
	 
	 
	 
	Low
	5.0
	94.5
	1.7
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